Introduction
============

With the evolution of motion preservation spine surgery, cervical total disc replacement (C-TDR) has become an increasingly popular modality for treatment of cervical degenerative disc disease and has been suggested as an alternative to fusion \[[@B1][@B2][@B3]\]. Disc prostheses for replacement are available in various sizes of endplates. Several studies have elaborated the importance of congruence of implant surface and endplate geometry \[[@B4][@B5]\]. Inadequate load distribution across peripheral apophyseal ring of vertebral endplates, presumably caused by asymmetric implantation and implant under-sizing, has been proposed as one of the contributing factors for subsidence, the most frequent device related problem of C-TDR. It has also been shown that the cortical shell of the vertebra provides 45%--75% of resistance to axial load, and disc prosthesis should closely match the size of the endplate in order to prevent subsidence and failure. Mismatch of endplate dimensions between the patient\'s anatomy and implant design can lead to inadequate load distribution associated with failure of device design. Therefore, the prostheses should have a footprint, matching the endplate that it is replacing to have the best results for dissipating the load evenly rather than only in concentrated areas.

Currently the most common available types of C-TDR in India are the Prestige-LP (Medtronics, U.S-2007), Discover (DePuy, Raynham, MA, USA) and Prodisc-C (Synthes, West Chester, PA, USA) with around 600 procedures performed in a year (as per market sources). The dimensions of the footprints of C-TDR prosthesis currently available in India are based on published geometrical measurements of cadaveric studies \[[@B6]\] or plain radiography studies \[[@B7]\] in the Western population. Previous morphometric related studies conducted in Indian subcontinent have showed considerable differences in measurements of anatomy such as odontoid and dorso-lumbar pedicle morphometry between Indians and Caucasians \[[@B8][@B9]\]. A recent study showed that currently available lumbar disc prostheses are much smaller than lumbar endplates regarding anterior-posterior (AP) and central mediolateral (CML) diameter. A study by Thaler et al. \[[@B10]\] has shown considerable mismatch between human values obtained by computed tomography and footprints of C-TDR prostheses available in the market. Study of foot plate geometric features of Indian patients could contribute to design a best fit cervical disc suited for Indians as they contribute to 17% of world population with approximately one Indian in every five individuals worldwide and 32.9% of Asia\'s population \[[@B11]\]. Considering the variable anatomy between different ethnic groups, use of implants designed by Western cadaveric studies in Indian population cannot be recommended. With this background, the aim of the current study was to measure endplates of cervical spine in Indian patients using computed tomography (CT) scans and digital measurement tools, and assess the matching qualities of currently available cervical disc prostheses. Comparisons of skeletal geometric features between race and ethnic groups may yield insights about the mechanisms of prosthesis that could contribute to design a best fit implant among Indians.

Materials and Methods
=====================

A total of 560 endplates in 70 patients (54 men and 16 women; aged 18 to 56 years; average age, 37 years) were assessed. For CT scans, Siemens SOMATOM Sensation Cardiac (Siemens Medical Solutions, Forchheim, Germany) 64-slice CT was used with 120 kV, 250 mAs, rotation 0.95, and 1-mm slice thickness with 3D reconstruction of images. Scan coverage of vertebral levels was from C1 to D1 in apparently normal spine. The images were stored with picture archiving communication system. Then the digital measuring tools were used to measure distances after adjusting the axis parallel and perpendicular at each of the endplate on sagittal images, just making sure that there was no obliquity. Four measurements were taken for each endplate as described by Thaler et al. \[[@B10]\]: the AP diameter, the mediolateral diameters at two locations (ML1/2) and the CML diameter as illustrated in [Fig. 1](#F1){ref-type="fig"}. First, the AP diameter was divided into three parts. Lines perpendicular to the AP diameter were drawn between the anterior and the middle thirds (ML1), and between the middle and the posterior thirds (ML2). Then the AP diameter was divided into two parts. A line perpendicular to the AP diameter was drawn between the anterior and posterior halves (CML). All measurements excluded the uncinate process.

To determine matching sizes of the endplate we compared vertebral endplate diameters with dimensions of most frequently used prostheses available in India at the time of study (Prestige-LP, Discover, Prodisc-C). The vertebral levels were organized into two groups: group I covering the levels C3/C4 and C4/C5 and group II covering the levels C5/C6 and C6/C7-because of the majority of surgical procedures are performed at the levels C5/C6 and C6/C7. Data were processed using the Statistical Package for Social Sciences (SPSS Ver. 20, IBM CO., Armonk, NY, USA). Figures were created with Excel (Excel 2007, Microsoft, Redmond, WA, USA).

Results
=======

The mean values of AP, ML1, ML2, and CML diameters of the upper and the lower endplates from C3 to C7 are shown in [Table 1](#T1){ref-type="table"}. The AP diameter of cervical endplates ranged between 0.87 to 2.47 cm. The smallest AP diameter of the available prostheses were 1.2, 1.42, and 1.2 cm for Prodisc-C, Discover and Prestige-LP, respectively. The largest AP diameter of available prostheses was 1.8, 1.87, and 1.8 cm for Prodisc-C, Discover and Prestige-LP prostheses, respectively. The CML diameters ranged from 0.84 to 2.98 cm. The smallest CML diameter of available prostheses were 1.5, 1.42, and 1.2 cm for Prodisc-C, Discover and Prestige LP, respectively. The largest CML diameter of available prostheses was 1.7, 1.87 and 1.6 cm for Prodisc, Discover and Prestige-LP prostheses, respectively

Regarding AP diameter in group I, Prestige-LP and Prodisc-C discs showed a higher percentage of matching close to 90% and Discover discs showing 58% of matching. For CML diameter, Prestige-LP and Prodisc-C discs showed matching of 69.5% and 70%, respectively, whereas Discover discs matched in 39.5% of anatomic endplates.

In group II, Discover discs matched better than the other two counterparts with 51.5% and 42.2% matching in AP and CML diameter, respectively, whereas Prestige--LP and Prodisc-C discs matched close to 50% in AP and 30% in CML diameter. The detailed percentage matching is illustrated in [Table 2](#T2){ref-type="table"}.

The graphical representation of percentage matching in group I and II with respect to available diameter is shown in [Figs. 2](#F2){ref-type="fig"},[3](#F3){ref-type="fig"},[4](#F4){ref-type="fig"},[5](#F5){ref-type="fig"}.

Discussion
==========

The biomechanical and anatomical differences in parts of the cervical vertebra have to be given consideration when designing a best fit implant \[[@B12]\]. The posterior and the lateral aspect of the vertebral endplates have been shown to be relatively stronger than the anterior and middle parts \[[@B13]\]. For an implant to effectively transmit the load it has to correspond to these geometrical variations. Link et al. \[[@B14]\] suggested using a rectangular footprint size in cervical arthroplasty in order to cover as much as possible of the cervical endplate, because bending forces are much stronger in the lateral aspect of cervical vertebrae than in thoracic or lumbar vertebrae. This is attributable to the greater range of lateral flexion in the cervical spine. For this reason, it has been proposed that the C-TDR device should have as large a footprint as possible to transfer weight from the center of the endplate to its stronger periphery. Such ideal foot prints have been shown to improve the biomechanical loads and decrease the incidence of subsidence. Subsidence can result in loss of motion at the implanted disc with increased stress at the adjacent levels due to loss of sagittal balance. Proper sizing of the prosthetic components are crucial to the success and long-term survival of C-TDR. Due to the large variability of the anthropometry of different populations of the world, ethnic groups having a smaller build, such as Indians, are likely to develop technical errors in C-TDR with most of the commercially available prostheses due to the non-availability of proper sized implants.

The design of the available implants is based on anthropometric measurements of the cadavers \[[@B6]\] and photographs of radiographs \[[@B7]\]. CT evaluation of bony structures is more accurate, and it has been recently found to be useful in determination of lumbar \[[@B15]\] and cervical endplates \[[@B10]\]. Thaler et al. \[[@B10]\] measured the dimensions of cervical vertebrae from computed tomography (CT) scans in 24 patients to assess the accuracy of match achieved with the most common available cervical disc prostheses: Bryan (Medtronic), Prestige-LP (Medtronic), Discover (Depuy), and Prodisc-C (Synthes). A total of 192 endplates in 24 patients (56.3 years) were assessed. Overall, 53.5% of the largest device footprints were smaller in the AP diameter and 51.1% in the CML diameter were smaller than cervical endplate diameters. For levels C5/C6 and C6/C7 an inappropriate size match was noted in 61.9% as calculated from the AP diameter. Mismatch at the CML diameter was noted in 56.8%. The study found the measured endplates to be significantly larger in comparison to the available foot prints. In contrast in our study we have found that the measured values were both smaller and larger than the available foot prints ([Table 3](#T3){ref-type="table"}).

The mean values of AP, ML1, ML2, and CML diameters of the upper and the lower endplates from C3 to C7 are shown in [Table 1](#T1){ref-type="table"}. The AP diameter of cervical endplates ranged from 0.96 to 2.47 cm. The smallest AP diameter of the available prostheses were 1.2, 1.42 and 1.2 for Prodisc-C, Discover and Prestige-LP, respectively. The largest AP diameter of available prostheses was 1.8, 1.87, and 1.8 cm for Prodisc-C, Discover and Prestige-LP prostheses, respectively. In group I for all measured dimensions Prestige-LP (69.5% to 90%) and Prodisc-C (70.5% to 89%) showed higher percentage of matching than Discover discs (39.5% to 58.5%). This can be attributed to the fact that the smallest available AP diameter with Discover was 1.42 cm and it was larger than more than 50 percent of the measured dimensions (in range of 1.1 to 1.4 cm) as seen in [Figs. 2](#F2){ref-type="fig"} and [3](#F3){ref-type="fig"}. The CML diameters ranged from 0.92 to 2.68 cm. The smallest CML diameter of available prostheses was 1.5, 1.42, and 1.2 cm for Prodisc-C, Discover and Prestige-LP discs, respectively. The largest CML diameter of available prostheses was 1.7, 1.87, and 1.6 cm for Prodisc-C, Discover and Prestige-LP prostheses, respectively. In group II Discover (42.2% to 51.5%) showed a marginally better matching than Prestige-LP (32% to 67.2%) and Prodisc-C (27.5% to 49.35%) prostheses. This lack of significant matching was attributable to large number of values being more than 1.6 cm ([Figs. 4](#F4){ref-type="fig"}, [5](#F5){ref-type="fig"}).

The center of rotation in total disc arthroplasty is also an important biomechanical factor. In cervical disc arthroplasty the center of rotation depends on prosthesis type and movement. Axial position of the center of rotation influences spine flexibility in all loading conditions and the facet force in extension, lateral bending and axial rotation. The anteroposterior position was found to influence spinal flexibility in flexion and extension and the facet force in lateral bending and axial rotation, while the lateral position was not significant.

Proper positioning of the artificial disc during surgery, in particular in the anteroposterior direction, was found to be of critical importance. The footprint mismatches found in the present study largely cause prostheses to be more centrally positioned in the intervertebral space. Potential consequences of such a discrepancy are subsidence, migration, wrong load distribution affecting the facet joints, loss of sagittal balance and heterotopic ossification due to insufficient range of motion of the functional spinal unit \[[@B10]\].

The dimensions of the available disc prostheses have been designed based on the available literature on anthropometric measurements of endplates. These dimensions and implants based on them are summarized in [Table 3](#T3){ref-type="table"}. These reports are based on small Caucasian populations. Application of implants based on these data to Indian population is inaccurate. Studies in the white population, based on CT based evaluation have found large discrepancies in dimensions of lumbar and cervical endplates. In our study, none of the available prosthesis matched all the measured endplate dimensions. The footprint mismatches found in the present study demonstrate the need for de-signing smaller foot print discs for group I and slightly larger foot prints for the group II. With the widespread application of the C-TDR procedure, it is imperative that population specific discs be designed to avoid potential complications of subsidence, migration, wrong load distribution etc.

This study has other implications as well. In cervical disc fusion surgeries, the success depends on using appropriate implants which match the dimensions of the cervical endplates. The cages which we routinely use in fusion surgeries are either imported implants or the Indian implants, the sizes of which are based on the morphometric measurements of Caucasian population. We recommend that the morphometric measurements done in the present study be extrapolated in re-designing cervical cages.

Conclusions
===========

There are significant differences in the dimensions of the endplates of Indian patients and the available implants in the market. Under sizing the prosthetic device may lead to subsidence, loosening, heterotopic ossification and biomechanical failure caused by an incorrect center of rotation and load distribution, affecting the facet joints. This study indicates a need for a redesign of the cervical disc prostheses to match the Indian population. As the present study is a pilot study, the authors recommend anthropometric CT measurements in a larger Indian population to validate footprint dimensions designing better-matched prosthesis.
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![Measurement of vertebral diameters, in the axial computed tomography (CT) slide of the upper endplate of. AP, anterior--posterior dimension (3D1); CML, center mediolateral diameter (3D2-measured between the anterior and posterior halves of the AP diameter, perpendicular to the AP diameter); ML2, mediolateral diameter 2 (3D3-measured between the middle and posterior thirds of the AP diameter, perpendicular to the AP diameter); and ML1, mediolateral diameter 1 (3D4, measured between the anterior and middle thirds of the AP diameter, perpendicular to the AP diameter).](asj-10-20-g001){#F1}

![Anterior--posterior (AP) dimensions of disc at levels C3/C4 and C4/C5 (group I). Comparison of vertebral endplates and available disc prosthesis sizes. Black lines mark AP dimenions of available footprints of cervical disc prostheses.](asj-10-20-g002){#F2}

![Center mediolateral dimensions of disc at levels C3/C4 and C4/C5 (group I). Comparison of vertebral endplates and available disc prosthesis sizes. Black lines mark mediolateral diameters of available footprints of cervical disc prostheses.](asj-10-20-g003){#F3}

![Anterior--posterior (AP) dimensions of disc at levels C5/C6 and C6/C7 (group II). Comparison of vertebral endplates and available disc prosthesis sizes. Black lines mark AP diameters of available footprints of cervical disc prostheses.](asj-10-20-g004){#F4}

![Center mediolateral dimensions of disc at levels C5/C6 and C6/C7 (group II). Comparison of vertebral endplates and available disc prosthesis sizes. Black lines mark mediolateral dimensions of available footprints of cervical disc prostheses.](asj-10-20-g005){#F5}

###### Dimension of superior and inferior endplates of cervical vertebrae:In mm
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AP, anterior--posterior; ML, mediolateral; CML, center mediolateral.

###### Percentage matching of the available cervical disc arthroplasty dimensions with dimensions of the endplates
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AP, anterior--posterior; ML, mediolateral; CML, center mediolateral.

###### Dimensions of available implants and cadaveric study by Panjabi et al. \[[@B6]\]
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MLD, mediolateral diameter; AP, anterior--posterior.
